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EE G Feedback Units and Accessories 


Autoqen 120a Encephalograph Analyzer 


EMG Feedback Units and Accessories 


Autogen 1700 Myograph Analyzer (includes two Standard EMG 
electrode assemblies) 


oaraoh Units and Accessories 


Autogen 3400 . Feedback Dermograph (includes both standard and 
optional dermograph electrodes) 


Feedback Thermometer Units and Accessories 


Autogen 2000b Feedback Thermometer with research 'grade 
thermistors 


Systems 


Autogen 5800 Multi-Channel Data Acquisition Center 


Autogen P5000 Alpha/Nuraer ic Digital Printer (for use with 
A550Q/A5800) 


Autogen 19000 Analog Isolation Modules (One required for each 
channel of A5500/A5800 for artifact rejection). 


General Accessories 


Stereo Headphones 


High Efficiency Speakec/Custom Cable 
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